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SUMMARY  PAGE 


THE  PROBLEM 

To  investigate  the  nature  of  particulate  radioactivity  of  the  air  in  a 
nuclear-powered  submarine,  and  to  estimate  whether  there  might  be  any  pos¬ 
sible  long-term  effects  on  personnel  caused  by  radiation  associated  with  the 
air  particles. 

FINDINGS 

A  new  method  was  devised  for  obtaining  more  accurate  estimates  of 
the  instantaneous  air  particulate  activity,  which  greatly  increases  the  pre¬ 
cision  of  these  measurements.  Results  irdicate  that  under  normal  operating 
conditions  this  activity  is  well  within  perscribed  conservative  limits, 

APPLICATION 

The  information  presented  in  this  report  will  be  of  value  to  medical 
and  other  personnel  charged  with  protecting  the  health  of  military  personnel. 
In  a  practical  way,  the  new  measuring  method  permits  more  flexiiiility  in  the 
processing  of  air  samples  and  also  makes  possible  better  counting  statistics. 
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ABSTRACT 


In  order  to  investigate  the  air  particulate  radioactivity  in  nuclear-pow¬ 
ered  submarines  more  precisely  than  has  been  done  heretofore,  four  mem¬ 
bers  of  the  Blue  Crew  of  a  nuclear-powered  submarine,  the  USS  ROBERT  E, 
LEE  SSB(N)-601,  were  subjected  to  whole-body  gamma  radiation  tests  before- 
they  had  any  known  contact  with  radioactivity  or  nuclear  reactors.  They  were 
similarly  tested  after  participating  in  a  60-day  patrol. 

Preliminary  analysis  of  the  two  sets  of  data  indicates  the  absence  of  any 
internally -deposited  radionuclides.  It  thus  appears  tliat  air  particulate  activ¬ 
ity  at  its  present  levels  and  under  normal  operating  conditions  is  well  with¬ 
in  perscribed  conservative  limits  against  external  and  internal  !beta  radiation. 
More  complete  conclusions  will  be  possible  after  computer  analysis  of  the 


A  METHC»  FOR  IMPROVING  ACCURACY  OF 
AIR  PARTICULATE  ACTIVrrY  MEASUREMENTS*' 


INTRODUCTION 

The  medical  officer  attached  to  Submarine  Squadron  TEN'  became  in¬ 
terested  in  investigating  the  air  particulate  activity  in  the  enclosed  atmos¬ 
phere  of  a  nuclear -powered  submarine,  and  in  determining  whether  there 
might  be  minute  quantities  of  long-lived  gamma  radiation  being  deposited  in 
the  bodies  of  the  personnel  serving  in  this  type  of  ship.  He  was  aware  that  a 
different  method  of  measuring  the  air  particulate  activitv  would  be  necessary 
since  the  equipment  currently  aboard  these  submarines  will  only  count  very 
high  intensity  gamma  activity. 

The  present  method  used  aboard  nuclear  submarines  for  the  deter¬ 
mination  of  the  particulate  air  activity  of  samples  collected  with  the  (HD-251 
(SN-3)UD)  or  "Cadillac"  apparatus,  assumes  that  the  particulate  air  activity 
has  a  rather  long  half  life.  By  using  this  assumption,  particulate  air  activity 
is  estimated  by  dividing  the  value  of  the  activity  counted  bn  the  collecting 
filter  media  by  the  total  volume  of  air  passed  through  the  filter  media  during 
the  sampling  period.  Studies  of  decay  of  activity  collected  on  filters**  in¬ 
dicate  that  the  air  particulate  activity  has  a  relatively  short  half-life  of  about 
35  minutes.  A  large  fraction  of  this  activity  is  beta  radiation  but  on  large- 
area  filter  samples  collected  over  pjeriods  of  several  hours,  alpha  radiation 
in  the  range  of  45  to  50^<^c/ft2  can  also  be  detected.  Activi]ty  with  this 
half-life,  containing  appreciable  amounts  of  alpha  radiation,  is  compatable 


The  opinions  or  assertions  contained  herein  are  the  private  ones  of 
the  author  and  are  not  to  be  construed  as  official  or  reflecting  the 
views  of  the  Navy  Department  or  the  naval  service  at  large. 

These  figures  are  based  on  studies  of  the  air  particulate  activity  on 
board  the  USS  ROBERT  E.  LEE  (SSB(N)-601)  during  the  prolonged  sub¬ 
mergence  period  of  the  ship's  third  patrol,  November-December,  1961. 


-1- 


with  the  activity  produced  by  radon,  thoron,  and  their  daughter  products 
(1,  3).  These  isotopes  result  from  the  decay  of  naturally  occurring  radium 
and  thorium  found  in  minute  quantities  in  the  materials  of  construction  of 
the  ship  and  larger  quantities  of  radium  found  on  the  luminous-dials  of  watches 
and  gages  which  were  brought  on  board  undetected.  Once  a  submarine  has 
been  isolated  from  the  earth's  atmosphere  for  several  days,  the  rate  of  pro¬ 
duction  and  the  rate  of  decay  of  the  various  isotopes  become  about  equal  and 
the  average  air  particulate  activity  becomes  about  constant. 

Since  the  half— life  of  the  activity  is  in  fact  relatively  short,  and  since 
no  correction  is  made  for  decay  of  activity  on  the  filter  during  the  actual 
sampling  period  or  during  the  delay  period  between  the  end  of  the  sampling 
and  the  beginning  of  counting,  the  present  method  of  calculation  will  yield 
consistently  low  estimates  of  the  air  particle  activity.  Moreover,  the  errors 
which  result  may  v-iry  from  day  to  day  unless  the  time  of  sampling  and  the 
delay  time  after  sampling  are  both  held  constant  and  a  constant  correction 
factor  is  applied.  In  practice,  times  may  vary  from  measurement  to  meas¬ 
urement  and  operator  to  operator.  Also,  standard  counting  techniques  (2,  3) 
do  not  specify  fixed  sampling  and  delay  times  before  counting  and  suggest 
no  correction  factors  for  errors  resulting  from  variations  in  these  times. 
The  advantage  of  improved  counting  statistics  which  might  result  from  rather 
long  sampling  times  is  also  lost  unless  a  correction  factor  is  applied  because 
the  error  caused  by  radioactive  decay  during  sample  collection  becomes  in¬ 
creasingly  larger  as  sampling  time  rises. 


THEORETICAL  CONSIDERATIONS 

In  order  to  obtain  more  precise  results  during  daily  measurements 
and  to  anticipate  trends  in  the  air  particulate  activity  with  more  accuracy, 
a  mathematical  correction  may  be  applied  to  the  value  of  activity  which  is 
obtained  by  the  usual  method  of  estimatioh.  The  following  assumptions  are 
made: 
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(a)  The  volume  of  air  passed  through  the  collecting  filter  per  unit  of 
time  is  essentially  constant.  This  assumption  was  checked  by  plotting  a  curve 
of  alrvolume  through  the  filter  versus  time.  Over  a  period  of  90  minutes,  an 
essentially  straight  line  was  obtained  with  the  HD- 251  air  sampling  apparatus, 
Sven  though  the  filter  was  darkened  by  a  fairly  heavy  collection  of  particles. 
This  would  indicate  that  the  resistance  to  air  flow  through  the  filter  element 
results  primarily  from  the  construction  of  the  filter  element  itself  and  is  not 
greatly  influenced  by  the  trapping  of  the  air  particles  in  the  'filter),  interstices 
with  subsequent  reduction  of  the  flow  area. 

(b)  The  order  of  magnitude  of  the  air  particle  activity  in  >uc/ml  is 
assumed  to  vary  little  from  day  to  day.  Since  the  half-iife  of  the  particulate 
activity  is  about  35  minutes,  a  rather  steady  source  of  air  contamination  in 
the  form  of  natural  radon  and  thoron  production  in  the  materials  of  construc¬ 
tion  of  the  ship,  as  well  as  minute  primary  and  associated  system  piping 
leaks,  is  necessary.  If  this  writ  not  so,  the  air  particulate  activity  would 
decay  away  to  undetectable  levels  within  a  .few  hours.  The  order  of  magni¬ 
tude  of  the  activity  does  in  fact  remain  nearly  constant  during  periods  of  'pro¬ 
longed  submergence  if  reactor  pfjwer  .level  does  not  vary  greatly. 

To  Illustrate  the  nature  of  thserrcxs  introduced  by  neglecting  the  decay 
of  the  activity  of  the  material  which  is  collected,  reference  is  made  to  Fig¬ 
ure  1,  a  plot  of  activity  detected  on  the  collecting  filter,  versus  time.  Fox 
no  decay  of  the  collected  particulate  activity,  a  constant  rate  of  air  flow 
through  the  filter,  and  an  essen',iaJ.y  constant  air  activity  during  the  period 
of  collection,  the  total  activity  colJecttd  on  the  filter  will  vary  linearly  with 
respect  to  time,  as  represented  by  OA',  and  at  time  tj,  the  total  collected 
activity  on  the  filter  would  correspond  to  Xq.  However,  since  the  activity 
accumulated  on  the  filter  is  decaying  at  a  rate  detennined  by  its  half  life  and 
the  quantity  of  active  material  present  at  any  time,  and  since  activity  is  col¬ 
lected  from  the  air  at  a  constant  rate,  it  becomes  evident  that  the  rate  of 
change  of  activity  with  respect  to  time  will  gradually  decrease  to  zero  if 
sutficient  time  for  collection  is  allowed.  When  this  situation  prevails,  the 
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Figure  I.  Activity  of  Particulate  Air  Filter  Samples  versus  Time 


rate  of  addition  of  new  activity  by  the  passage  of  air  through  the  filter  will 
just  equal  the  rate  at  which  activity  disappeai  s  from  the  filter  by  the  process 
of  radioactive  decay.  This  sequence  is  shown  by  OBC,  where  the  time  rate 
of  change  of  activity  is  approaching  zero  at  point  C. 

If  the  sample  collection  is  completed  at  time  tj^,  the  corresponding 
activity  on  the  filter  will  be  aj),  a  value  somewhat  lower  than  a^,  the  activity 
which  would  be  present  if  no  decay  had  taken  place.  Moreover,  since  air 
flow  through  the  filter  has  ceased,  no  new  activity  is  being  added  to  the  sam¬ 
ple.  The  particulate  activity  on  the  filter,  however,  continues  to  decay  at  a 
rate  determined  by  its  half-life,  as  represented  by  BDEF. 

If  the  filter  is  now  placed  in  the  counter-scaler  pig  and  counted  during 
the  period  of  time  between  t2  and  t^,  the  es  tea  -.i  e  of  the  filter  activity 
will  be  the  mean  between  a^  and  a^.  When  this  mean  value  of  the  filter  ac¬ 
tivity  is  divided  by  the  total  air  volume  passed  through  the  filter  between 
time  zero  and  time  t^,  the  estimated  air  particulate  activity  will  be  consid¬ 
erably  lower  than  the  actual  activity  estimated  by  dividing  activity  ap  by  the 
total  air  volume  which  passed  through  the  filter  up  until  time  tj^.  Also,  the 

magnitujde  of  the  error  involved  will  vary  between  operator  and  operator  and 

'  *  0.  . 

from  day  today  as  the  sample  collection  time  and  the  delay  time  before  sam¬ 
ple  counting  are  varied. 


METHOD  OF  CALCULATION 

In  an  effort  to  obtain  more  accurate  estimates  of  file  instantaneous  air 
particulate  activity  and  increase  the  precision  of  the  measurements,  the 
following  method  of  obtaining  correction  factors  was  devised: 

Let  a  =  the  activity  on  the  sample  filter  at  any  given  time,  in  ^c. 
Let  Ag  =  the  instantaneous  particulate  activity  of  the  air, 

^/ml, 
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Tg  »  the  half  .life  of  the  particulate  activity,  min 
Vj.  the  volume  of  air  passing  through  the  collecting  filter 
per  unit  time,  ml /min, 

t  =  the  time  during  which  the  sample  co,llection  occurs,  min, 

A  =  the  radioactive  decay  constant  =  0.693/T^min  . 
Therefore,  the  rate  of  collection  of  activity  on  the  filter  =  A^Vj.  ^c/min, 
and  the  rate  of  decay  of  the  activity  on  the  filter  =  Aa,  y£/c/min,  and 
da/dt  r  -  Aa. 

Let  A.V.  =  a  constant  =  b. 

Thus  da/dt  =  b  -  Aa, 
and  da/(b  -  Xa)  ;  dt. 

Since  a  =  0  when  t  =  0,  and  a  =  a^  when  t  = 
integrated  between  these  limits: 


tj,,  the  above  equation  may  be 


i: 


da/(b 


a)  = 


/ 


dt 


yielding 


(-1/A)ln  (b  -  Aa)  ■^]  :  t, 

n  J  ^ 


or 


At, 


b/(b  -  Aaj)  =  e  \ 
where  solving  for  a^^  and  substituting  the  values  for  b  and  A  yields, 


a^  =  (AJjyO.693)  (1  -  e'®' ^^^^1^'^a)  /<c. 

If  no  decay  had  occurred,  the  activity  on  the  filter  would  have  been  a^^: 
ao  --  AJ^tj  Xic. 

Thus,  to  correct  a  measured  value  of  a^  to  the  value  of  a^,  which  represents 
the  total  activity  which  has  been  collected,  ignoring  decay,  during  the  time 
period  between  zero  and  t^,  the  value  of  a^  must  be  multiplied  by  a  factor 
equal  to  aQ/a^.  Thus  the  correction  factor,  C^,  to  correct  for  decay  while 
collecting  the  sample  is; 


0.593 


or 


(1  -  ^-0.693tj/T^). 


=  (0.693tj/T^) 
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Thug,  for  any  given  value  of  the  half-life  of  the  air  particulate  activity  and 
time  duration  of  gample  collection,  the  value  of  may  be  calculated.  The 
values  of  Cj  for  several  values  of  halMife  and  time  duration  of  sample  col¬ 
lection  are  listed  in  Table  I: 


TABLE  I 


Half  Life  of  Particulate 
Air  Activity,  Min.(T^)  M 

Sample  Collection  Time, 

Min.  (tj) 

20  1.39 

40  1.85 

60  2.38 

80  2.96 

100  3. 58 


30 

40 

W 

100 

1.25 

1.19 

1.12 

1.07 

1.53 

1.39 

1.25 

1.14 

1.85 

1.61 

1.39 

1.22 

2.20 

1.85 

1.53 

1.30 

2.56 

2.10 

1.68 

1.39 

For  ease  of  estimation  of  the  value  of  C^,  the  values  listed  in  the  table  above 
were  plotted  to  yield  the  curves  shown  in  Figure  2. 


In  order  to  correct  for  the  decay  of  activity  on  the  filter  during  the 
period  of  time  between  th^  completion  of  sample  collection  and  the  mean 
time  of  counting  the  sample,  a  second  correction  factor,  C2,  may  be  de¬ 
rived.  Reference  to  Figure  1  shows  that  the  mean  delay  time  after  the  com¬ 
pletion  of  sampling  may  be  expressed  as  t^,  where  a  fairly  accurate  exti- 
mate  of  t^  may  be  derived  from  the  relation: 

*d  "  ^^2  ^  '  ^1* 


Since, "during' the  delay  firfie,  the  activity  oh  the  filter  decays  exponentially, 
by  reference  to  Figure  1,  the  mean  values  between  the  activities  a2  and  a^, 
12*3,  may  .  be  expressed  as: 

■ipj  = 

where  X  ,  the  decay  constant  has  been  expressed  as  0. 693/T  . 

A 
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Sampling  Time  in  Minutes 
Tg  ■  Half  Life  of  Air  Particulate  Activity 

Figure  2.  Correction  Factor  for  Decay  During  Sampling 
Air  Particle  Sampler  HD- 251 


The  correction  factor  for  decay  during  the  counting  delay  time  may  be  ex 
pressed  as  C2  where: 


,  -0.693t,/T 

a^/a^e  d'  a  = 


^0.693t./T  . 
e  d  a 


Thus,  if  the  value  of  the  activity  actually  observed  on  the  filter  is  multiplied 
by  C2,  Sj  becomes  known;  multiplying  a^  by  Cj  will  give  the  value  of  a^,  the 
total  activity  collected  on  the  sample  during  the  period  of  time  between  zero 
and  tj.  A  more  correct  value  of  A^,  the  instantaneous  air  particle  activity, 
may  now  be  estimated  from  a^  and  the  known  value  of  Vj-t^ 

The  values  of  C2  for  several  values  of  air  particulate  half>life  and  delay 
time  after  completion  of  sampling  have  been  calculated  and  are  listed  in 

Table  II. 


TABLE  II 


Half  Life  of 

Barticulate  Air 

Activity,  Min.(T^) 

5 

10 

j[5 

30 

45 

ZO 

100 

Counting  Delay 

Time,  Min.(t.) 

5 

2.00 

1.41 

1.26 

1.19 

1.12 

1.08 

1.05 

1.03 

10 

4.00 

2.00 

1.59 

1.41 

1.26 

1.17 

1.10 

1.07 

15 

8.00 

2.83 

2.00 

1.68 

1.41 

1.26 

1.16 

1.11 

20 

16,00 

4.00 

2.52 

2.00 

1.59 

1.36 

1.22 

1.14 

25 

32.00 

5.68 

3,17 

2.38 

1.79 

1,4,7: 

1.28 

1. 18 

30 

64.00 

8.00 

4.00 

2. 83 

2.00 

1.59 

1.35 

1.23 

To  facilitate  estimation  of  C2,  the  values  calculated  and  listed  in  Table  II 
have  been  plotted  to  yield  the  correction  curves  shown  in  Figure  3. 
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8.0 


Correction  Factor 

T(j"Air  Particulate  Activity  Half  Life, 


Figure  3.  Correction  Factor  for  Delay  Time 
Air  Particle  Sompter  HD- 251 


In  order  to  estimate  the  corrected  air  particulate  activity  A  ,  in  /l/c/mj, 

& 

the  measurement  of  air  activity  is  made  in  the  usual  manner  and  multiplied 
by  the  correction  factors  Cj  and  C2.  Also,  the  following  relation  may  be 

Air  ftirticulate  Activity,  /Uc/ml  z 
(Cg  -  Cjj)  X  1/E  X  1/F  X  1/V  X  Cj  X  C2 


used: 


where 


raw  sample  count,  counts  per  minute 


C|^  ;  background  count,  counts  per  minute 

E  =  scaler  efficiency,  counts  per  disintegration 

F  ;  conversion  fector,  2.22  x  10^  disintegration  per 
minute  per  microcurie, 

V  =  total  volume  of  air  passed  through  the  filter  during 
the  collecting  period,  ml, 

Gj  :  correction  factor  for  radioactive  decay  during  the 
sampling  period, 

C2  -  correction  factor  for  radioactive  decay  during  the 
delay  time  before  counting  the  sample. 

By  use  .  of  the  apfiropriate  times  for  the'  evaluation  of  Cj  and  C2,  the  sample 
collecting  time  and  the  delsiy  time  before  counting  can  be  varied  without  af¬ 
fecting  the  resultant  estimated  value  of  the  air  particulate  activity.  Also,  a 
more  meaningful  comparison  between  activities  obtained  on  different  ships 
may  be  made.  Better  precision  of  values  obtained  with  different  sampling 
and  delay  times  at  the  same  activity  level  is  also  possible. 


An  added  advantage  can  be  obtained  when  these  correction  factors  are 
applied.  Better  counting  statistics  are  possible  with  samples  of  higher  ab¬ 
solute  activity,  that  is,  with  samples  collected  over  relatively  long  sampling 
periods.  It  wdl  be  noted  on  Figure  1,  that  without  decay  corrections,  the 
longer  the  period  of  sampling,  the  greater  will  be  the  error  in  the  estimated 
valuei’.  of  the  air  particulate  activity.  In  fact,  with  longer  and  longer  collec¬ 
tion  times,  lower  and  lower  values  of  estimated  particulate  activity  will  be 
obtained  since  the  calculation  involves  the  division  of  uncorrected  sample 
activity  figures  by  increasingly  larger  air  volume  figures. 
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Although  these  corrections  appear  to  be  somewhat  complex,  once  the 
half-life  of  the  air  activity  is  known,  the  use  of  Figures  2  and  3  will  yield  cor¬ 
rection  factors  with  little  additional  effort.  The  balance  of  the  calculation  is 
Identical  to  that  presently  in  use.  When  the  approximate  value  of  the  sample 
count  rate  and  the  average  background  count  rate  are  known,  sample  and  back¬ 
ground  counting  times  may  be  estimated  from  available  charts  (2)  in  order  to 
minimize  statistical  counting  errors.  Relatively  long  sample  collecting  times 
will  also  facilitate  higher  sample  count  rates  and  y4eld  smaller  statistical 
errors. 


EFFECTS  ON  PERSONNEL 

Air  particulate  radioactivity  rarely  if  ever,  rises  above  the  conserva¬ 
tive  limits  (1)  set  for  U,  S,  Naval  nuclear-powered  ships.  As  mentioned 
previously,  the  isotopic  nature  of  the  activity  routinely  detected  appears  to 
*■  be  primarily  radioactive  daughter  products  of  the  decay  of  naturally  occur¬ 
ring  radium  and  thorium.  These  isotopes  in  most  cases  decay  by  beta  par¬ 
ticle  emission  and  the  counter- scaler  detection  of  radioactivity  on  air  par¬ 
ticle  filter  specimei^s  results  mainly  from  beta  activity.  The  efficiency  of 
the  counter  scalers  for  the  detection  of  gamma  radiation,  however,  is  only 
about  one  per  cent  of  that  for  beta  particle  detection.  Even  though  the  ap¬ 
parent  half-life  of  the  activity  is  relatively  short,  it  is  possible  that  minute 
amounts  of  long-lived  gamma  emitting  isotopes  are  present  which  escape  de¬ 
tection  with  the  present  apparatus  and  methods.  Since  the  air  particulate 
activity  is  found  throughout  the  entire  enclosed  submarine  atmosphere,  and 
the  particles  must  settle  on  food  and  become  ingested  and  inhaled  to. some 
extent,  the  question  arises  as  to  whether  prolonged  exposure  of  personnel  to 
the  atmosphere  does  not  result  in  increasing  body  retention  of  isotopes  which 
emit  penetrating  gamma  radiation.  If  this  situation  could  in  fact  be  demon¬ 
strated,  and  the  isotopic  nature  of  the  elements  determined,  much  useful  in¬ 
formation  might  be  obtained  about  the  source  of  the  isotopes  and  modes  of 
attack,  to  reduce  the  amounts  present. 
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Atpresent,  no  extremely  sensitive  gamma-radiation  equipmentis  avail¬ 
able  on  board  submarines  to  measure  the  gamma  ray  spectrum  emitted  by 
the  human  body.  Facilities  have  been  developed  (4)  at  the  Brookhaven  Na¬ 
tional  Laboratory  which  make  possible  the  detection  of  minute  amounts  of 
gamma  emitting  isotopes  within  the  body.  The  measurement  of  the  gamma 
radiation  energy  spectrum  is  also  possible  with  this  apparatus  and  thus  par¬ 
ticular  isotopes  may  be  Identified  by  their  characteristic  gamma  radiation 
spectrum.  Briefly,  whole-body  gamma  counting  is  carried  out  at  Brookhaven 
in  a  thick-walled  lead-,  copper-,  cadmium-,  and  steel-lined  chamber  which 
serves  as  shielding  from  outside  sources  of  radiation.  The  subject  to  be 
counted  sits  within  the  chamber  in  close  proximity  to  a  4"  by  8"  Nal  (Tl) 
crystal  detector  mounted  with  three  3"  photom  ultiplier  tubes.  Gamma  radia¬ 
tion  striking  the  Nal  crystal  causes  minute  scintillations  which  are  picked 
up  by  the  photomultiplier  tubes,  amplified,  and  fed  !  a  100-channel  pulse- 
height  analyzer.  Analyzer  circuits  detect  the  various  gamma  energies  pres¬ 
ent  and  Indicate  energy  peaks  which  are  characteristic  of  a  particular  gamma- 
emitting  isotope.  Counting  statistics  are  relatively  high  since  subjects  are 
subjected  to  p)eriods  of  counting  as  high  as  30  minutes. 

With  the  cooperation  of  the  Medical  Riysics  Division  at  Brookhaven, 
four  members  of  the  Blue  Crew  of  the  Polaris  Submarine  USS  ROBERT  E. 
LEE  (SSB(N)-601)  were  subjected  to  whole-body  counting  before  they  had  any 
known  contact  with  radioactivity  or  nuclear  reactors,  other  than  natural 
background  radiation  and  fallout  from  nuclear  weapons  tests.  Just  subse¬ 
quent  to  a  patrol  of  about  60  days  duration,  they  were  recounted  in  the  same 
chamber  at  Brookhaven  in  an  effort  to  detect  any  increase  in  long  -.lived 
gamma  activity.  Preliminary  analysis  of  the  two  sets  of  data  (5)  indicates 
the  absence  of  any  internally-deposited  radionuclides  other  than  those  nor¬ 
mally  occurring.  The  totals  of  gamma  activity  in  all  individuals  were  some¬ 
what  higher  than  the  baseline  readings  but  this  increase  was  accounted  for 
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by  the  general  rise  in  the  world-wide  levels  of  Cs  ,  More  complete  data 
will  be  available  after  computer  analysis. 
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It  thud  appears  that  air  particulate  activity  at  its  present  levels  and 
under  normal  operating  conditions  is  well  within  the  prescribed  conservative 
limits  for  protection  against  external  and  Internal  beta  radiation.  There  is 
also  the  tentative  evidence  discussed  above  that  long-lived  gamma  activity 
retained  within  the  body  does  not  result  from  association  with  Naval  nuclear 
power  plants  but  rather  from  the  general  slight  increase  in  the  background 
effects  from  nuclear  fallout.  During  certain  periods  of  weapon  testing,  it 
seems  likely  that  nuclear  submarines,  with  their  closely  controlled  radia¬ 
tion  levels  and  the  shielding  effects  of  the  surrounding  sea,  are  exceptionally 
safe  environments  from  the  standpoint  of  exposure  to  ionizing  radiation. 
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